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1, Nita J. Bolz, after being first duly sworn, depose and state as follows
(1) 1 am a Forensic Scientist IV at the State of Alaska Scientific Crime Detection Laboratory.

(2) The Alaska Scientific Crime Detection Laboratory is an entity within the Department of Public Safety

(3) 1am the Scientific Director of the State Breath Alcohol Program.
(4) In that capacity, I am responsible for overseeing the breath alcohol program, including assuring that persons

responsible for verifying the calibration of instruments are properly trained and qualified. I also am responsible for

maintaining the records of the program.
(5) The attached verification is a true and accurate verification of calibration that reflects a regularly conducted and
regularly recorded activity of the breath alcohol program performed by a person trained and qualified to conduct the

verification.
ent is certified for evidentiary use in the State of Alaska.

(6),The referenced insy

Subscribed and sworn before me this . i day of ‘ASP'EL\ /

Q.\«s&

,%; \‘ ! .---ﬁ,,
' %éﬁmﬂﬂ§%
Nikki Roth, Notary Public 2 L puBLIC i *E
My Commission Expires With Office ‘-é,j;;,fd;-a,_. oy oS $§§
AR o &

BT9 03/00
4‘“
u,/ S{{:,;? Fsseg‘ﬁ&\



VERIFICATION OF CALIBRATION REPORT
of DataMaster cdm breath Test Instrument
State of Alaska
Scientific Crime Detection Laboratory - Statewide Breath Alcohol Program

DataMaster cdm S/N / 30 6" 2 {

(CONTINUED FROM FRONT PAGE)

o

C TAPE THE TEST STRIP FROM THE NONDRINKING SUBJECT TEST AND THE DIAGNOSTIC
CHECK IN THE MARKED BOXES.
NONDRINKING SUBJECT TEST DIAGNOSTIC CHECK
ALASKR DEPARTAENT OF PURLIC SHFETY
ALK IPRVE (F HOLIC SHFETY IRTRHASTER cih 136226
FHRSTER cd 130505 }ifgi 32,33313
THE 13:4
WRCH 22, 2812 (bN\&? N
OFERATOR'S. MR ‘b\ © — DIAHISTIC CHECK —-
SHORMRKER J . :
'S LAST ME: .
VERIFICTIEN F OB PROSRE: Oy
0L L
‘ . SERTERS
e o WRE OB
o T WLIE: 000 HROAETER: 25 in
— RERH ARLSIS — FLOW DETECTOR: ory
888 ADKKTED FOR .55 in g
% ,ggr y TR HIBH SPEED: ¥R
.M 133 5 D
) IMERL SR SERIFI foum FETELTR wr
A0 TV .35 in a7 ki) FILTERS: KRy
%\&\\VW s 139 )
%ﬂ% fg’? b 55 WARTZ STRUARD: DKV
AQN S w g ' '
ﬂ.ﬁﬁ*‘#{sr b i o :? CRLIBRATION: Ry
" b fae PRINTER TEST
4 TR ()t ABIEEASETR0N = RAHCIERS
. W HEHLHP R - E 3
» : parshammyzitie”

BT9 03100




